[Use of the NEFERMtest apparatus for identification of gram-negative non-fermenting rods occurring in clinical material].
The new identification system NEFERMtest (fy Lachema, Brno) was evaluated. The identification efficacy of two systems, Index (fy Lachema) and computer programme (Czech Collection of Microorganisms, Brno) was compared. A total of 222 bacterial strains including 41 species occurring in clinical material were tested. The Index identified correctly to the species level 38 strains (27.1%) of the reference strains and 32.9% of 82 clinical isolates. The identification efficacy of the computer programme TNW was 48.6% for the reference strains, 95.1% for the strains obtained from clinical specimens.